
The Underbed Light is fitted with a sensor that will detect movement when in close proximity to 
the bed. This provides the user with a clear light that illuminates the floor around the bed, making it 
easier to navigate in a dark room or at night. 
This kit provides all that you need to install the Underbed Light. The light is positioned directly onto 
the bed frame and connects to the bed’s own power supply. 

Kit Contents

HLDW100 UNDERBED LIGHT 
WITH SENSOR
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1- Mounting Clips

2- Light Tube

3- Sensor

4- Y Connector

5- Cable Clips
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Installation Instruction

The position of the first mounting clip is roughly 
the length of this page from the headboard 
end of the bed.
Stick the clip in place using the adhesive pad 
on the bottom of the clip and place onto the 
under side of the bed frame. (image 1)

Clip the lamp into the first mounting clip 
(image 2)

Ensure that the cable points towards 
the head end of the bed and the sensor 
points towards the foot end. Image 1

Image 2 Image 3

Image 4

Image5

Attach the second clip to the bed and fix lamp 
in place (image 3).

Using the cable clips provided attach the 
cable to the bed frame. This holds the cables 
off the floor (image 4).

Disconnect the bed from the mains supply.
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Separate the cable joint and connect the Y connector. 
Connect the bed to one output and the lamp to the other 
(image 5).

Please note the lamp will only operate in low 
light.

To test the light you will need to lower the light level in the 
room. Walk towards the side of the bed to activate the 
sensor.

Once the light is illuminated you may need to adjust it so 
that the light radiates fully towards the floor at the side of 
the bed.

If you are installing more than 1 light the procedure is the 
same (both lights will run from the same power supply)

If you are using this light on a bed not manufactured by 
Harvest Healthcare you will need to use a HLD125 power 
supply.
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If you have any doubts or issues about fitting this part please contact us.


